
1078 Mem Inst Oswaldo Cruz, Rio de Janeiro, Vol. 108(8): 1078-1080, December 2013

online | memorias.ioc.fiocruz.br

Although various techniques have been used to di-
agnose schistosomiasis, the World Health Organization 
recommends the use of the Kato-Katz (KK) method for 
monitoring and control programs, mainly in endemic 
areas (Katz et al. 1972, Rabello et al. 2008). The tradi-
tional KK (tKK) method is a simple quantitative parasi-
tological technique considered to have low cost and of 
easy procedure. It is currently the best technique for the 
diagnosis of schistosomiasis in field studies. However, 
several limiting factors have been identified for tKK, 
including its requirement of waiting at least 1 h before 
slides can be examined (according to the manufacturer’s 
instructions), its incompatibility with liquid stools and 
its difficulties in visualising fertile eggs. The purpose 
of this study was to develop an improvement to the KK 
method, making it faster and more efficient in the visu-
alisation of fertile eggs in stool samples.

Thirty mice infected with Schistosoma mansoni, 
obtained from three different experimental infections, 
were used to compare the number of eggs per gram 
(EPG) of stool by two methods: the tKK method and our 
newly proposed modified KK (mKK) method using so-
dium acetate formalin (SAF) as a fixative. This research 
was licensed by the Animal Ethical Committee of the 
Oswaldo Cruz Foundation (LW-L-63/08-9/2012) in ac-
cordance with the guidelines of the Brazilian College for 
Animal Experiments.

The tKK method was performed according to the 
original guidelines (Katz et al. 1972). The mKK method 
initially followed the tKK method protocol in its use of 
nylon mesh and a perforated plate, but 100 µL of SAF 

(1.5 g of sodium acetate, 3 mL of acetic acid, 5 mL of 
40% formalin and 90.5 mL of distilled water) (Junod 
1972) was then added to the standardised faecal sample 
remaining on the slide. A glass cover slide (24 × 30 mm) 
was placed over the sample and carefully pressed rather 
than using a cellophane pre-stained cover slide.

Slides prepared according to each method were stud-
ied at the moment of slide preparation (0) and after 12 h 
and 24 h to evaluate the effectiveness of these methods at 
different time intervals (Fig. 1A). This experiment was 
repeated once.

Slides prepared according to each method were then 
observed after 1 h and 24 h, simulating field study pro-
cedures (Fig. 1B). The results of both methods were ana- 
lysed in relation to the time and quality of visualisation. 
Due to the absence of normality of the data, the Kruskal-
Wallis test was used for statistical evaluation (Graph Pad 
v.3.02) at 95% validity and only 5% error.

As expected, when samples were prepared accord-
ing to the traditional method (tKK), it was not possible 
to observe the eggs at the moment of slide prepara-
tion. The use of the mKK, however, allowed the fer-
tile eggs to be observed immediately and clearly. In the 
first experiment, the EPG under the mKK method at 
the time of preparation was 7.7% higher than under the 
tKK method at 24 h, without a significant difference. 
However, after 12 h, the two methods produced similar 
results with no significant differences. Comparing the 
two methods after 24 h, the EPG under the tKK method 
was 44% higher than under the mKK method. The EPG 
results for each technique at different time points are 
displayed in Fig. 1A.

The second experiment revealed that the EPG under 
the mKK method at 1 h was 13.1% higher than under 
the tKK method at 24 h. During the first hour using the 
tKK method, the eggs could not be observed. After 24 h, 
the EPG under the tKK method was 32.6% higher than 
under the mKK method (Fig. 1B).

The highest quality S. mansoni eggs were observed 
from the time of preparation to 1 h after slide prepara-
tion using the mKK method (Fig. 2A), in contrast with 
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This article presents an improvement to the Kato-Katz (KK) method, making it faster and more efficient for the 
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and reveals the intensity of infection in less than 1 h, reducing the diagnostic time without increasing the cost. This 
modified method may contribute to future epidemiological studies in both hospitals and the field due to its rapid and 
precise diagnostic, which allow for immediate treatment.
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both methods after 24 h (Fig. 2B-E). These precise and 
rapid diagnostic improvement may be useful for fu-
ture epidemiological field studies applying the mKK 
method. The use of SAF aids in the rapid clarifica-
tion of samples, allowing for the quick visualisation of 
miracidia within eggs.

In addition to the KK method, other tests have been 
employed to diagnose schistosomiasis, including the 
TF-Test, Koga agar method, ether-concentration tech-
nique, FLOTAC test, Baermann-Moraes test and Hoff-
man-Pons-Janer test (Utzinger et al. 2008, Glinz et al. 
2010, Knopp et al. 2011, Siqueira et al. 2011, de Car-
valho et al. 2012). The FLOTAC test is more sensitive 
in detecting protozoan and helminth infections than the 
KK method due to the use of SAF. However, the cost 
and the time required are higher than for the KK (Utz-
inger et al. 2008).

Tests using circulating S. mansoni antigens in the 
urine as circulating anodic (CAA) and cathodic anti-
gens (CCA) have been described as an alternative to the 
KK technique (Berquist 2013). Coulibaly et al. (2011) 
reported that a CCA assay showed similar sensitivity 
to the KK method in triplicate for the diagnosis of S. 
mansoni. Based on our comparison of the tKK and the 
mKK methods, this new method would likely show 
similar results if compared to the commercially avail-
able CCA cassette test, but at a lower cost and with 
faster results.

A multiplex real-time polymerase chain reaction as-
say for the detection and quantification of S. mansoni 
DNA is an alternative approach to investigating the epi-
demiology of schistosomiasis. That method proved to be 
sensitive, but produced similar results as the KK method 
(ten Hove et al. 2008). Although this method is consid-
ered a powerful diagnostic tool for epidemiological stud-
ies of schistosomiasis, it is expensive and requires spe-
cific equipment. In contrast, the mKK method is a rapid 
and low-cost approach.

In conclusion, the use of SAF in the mKK method 
reduced the time of diagnosis without increasing the 
cost. Moreover, egg visualisation was clearer with the 
mKK method than with the traditional method. This 
mKK method provides data on the intensity of infec-
tion in less than 1 h without a significant difference 
from the results of the tKK method at 24 h. This modi-
fied method may contribute to future epidemiological 
studies both in hospitals and in the field due to its rapid 
and precise diagnostic capabilities that facilitate imme-
diate treatment.

Fig. 2: micrographs of Schistosoma mansoni eggs by light micros-
copy. A: modified Kato-Katz (mKK) method observed in the first 
hour, miracidium in detail; B, C: mKK 24 h; D, E: traditional KK 
method 24 h.

Fig. 1: number of eggs per gram (EPG) of stool using modified Kato-
Katz (mKK) and traditional KK (tKK) methods in different infections 
at different times. Different letters indicate significant results. A: 0 h, 
12 h and 24 h; B: 1 h and 24 h.
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